Evaluation of precision and accuracy of a fluorescence polarization immunoassay system after dilution of serum samples containing fluorescein dye.
The accuracy and precision of a fluorescence polarization immunoassay for diluted gentamicin serum samples in the presence of fluorescein dye is described.